
 

 

The test results in this document 

refer only to the item tested 

Filter line marked as followed: "Lotus" 

 The product is represented on the image: 

 

 

 

 

 

 

 

 

 

 Test Report No. 7112210764 
  

 Details of order: 

 

 

Description of sample: 

                                 

  

 

 

Sampling information: 

 
  

  Nature of the test: Test according to customer requirements   

 
 
 

   
 

Results: 

    
         The laboratory is recognized by Ministry of Health. 

The original Test Certificate was approved by: 

 

Name: Alex Elman             

Position: Head of the Engineering unit   on: 17/10/2021 

 

 

 I confirm that this is a true translation of the Hebrew original. Only the original test certificate is authentic. 

The name of the approver: Ella Palatnik            Position: Senior Engineer 

 
   

 

 

    Date: 21/10/2021 
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The test was ordered by: TipaTech 2015 LTD.         For Baruch Ziser 

Address                         :    Kibbutz Yasur    Tel: 073-2680413 

Date of order                 : 13/10/2021 

Date of receipt of the sample: 2120/10/12        

Sampled by: Representative of the Povider. 

Number of items: 1 

 

 

   Determination of Uranium (U) and Thorium (Th) in water that are entering and exiting the filter  

  by ICP-MS, according to customer requirements and according to quotation EU-21042. 

 

 

  
This document contains 2 pages 

and may be used only in full 

 

This document does not 

constitute a license to mark 

the product with the 

standards mark logo 

 

Complete elaboration of the results found on the next page of this document.                                      



 

 

 

 
Test Report No. 7112210764 

 
     Test Results: 

 

Test method Result 

Property Tested Uranium, (U) 

   g/L 

Thorium, (Th )

g/L 

SOP 220.5002 

(Determination of elements by 

 ICP-MS) based on AWWA 

SM3125 

1 1 Method Quantification Limit 

14 13 Water on entry point of filter 

 

11 10 Water on exit point of filter 

 

 

 
-End of document – 
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